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NATIVE PC~ CONTINIJING CALIBRATION VERIFICATION Page 1 of 

Lab Name: Alta Analytical Laboratory Lab ID: ST031019El-l Instrument ID: VG-8 

Initial Calibration Date: 9/29/03 ICal ID: pcbvg8-9-29-03 GC Colwnn ID: DB-1 

VER Data Filename: 031019El SU Analysis Date: 19-0CT-03 Time: 10:30:39 

ION QC CONC. ION QC CONC. 
ABUND. LIMITS CONC. RANGE ABUND. LIMITS CONC. RANGE 

ANALYTES · RATIO PASS FOUND (ng/mLI ANALYTES RATIO PASS FOUND (ng/mL) 

PCB-1 2.90 2.66-3 ,60 y 27.3 17.5-32.5 PCB-52/69 0.75 0.65-0.89 y 100. 7 70.0-130 
PCB-2 2.91 2.66-3.60 y 29.4 17.5-32.5 PCB-73 0.77 0.65-0.89 y 55.l 35.0-65.0 
PCB-3 2.95 2.66-3.60 y 27.8 17.5-32.5 PCB-43/49 0.74 0.65-0.89 y 101. 7 70.0-130 
PCB-4/10 1.61 1.33-1.80 y 47.9 35.0-65.0 PCB-47 0.75 0.65-0.89 y 55.1 35.0-65.0 
PCB-7/9 1.65 1.33-1.80 y 47.5 35.0-65.0 PCB-48/75 0.75 0.65-0.89 y 104.3 70.0-130 
PCB-6 1.63 1.33-1.80 y 23.9 17.5-32.5 PCB-65 0.74 0.65-0.89 y 53.4 35.0-65.0 
PCB-5/8 1.63 1.33-1.80: y 48.3 35.0-65.0 PCB-62 0.75 0.65-0.89 Y. 55.1 35.0-65.0 
PCB-1' 1.65 1.33-1.80. y 22.4 17.5-32.5 PCa.:44 0.74 0.65-0.89 y 62. 5 35.0-65.0 
PCB-11 1.67 1.33-1.80 y 23.0 17.5-32.5 PCB-42/59 0.75 0.65-0.89 y 105.5 70.0-130 
PCB-12/13 1.64 1.33-1.80 y 45.7 35.0-65.0 PCB-41/64/11/72 0.75 0.65-0.89 Y· 210.1 140-260 
PCB-15 1.68 1.33-1.80 y 22.9 17.5-32.5 PCB-68 0.75 0.65-0.89 y 53.3 35.0-65.0 
PCB-19 1.04 0.BB-1.20 y 26.0 17.5-32.5 PCB-40 0.75 0.65-0.89 y 52.6 35.0-65.0 
PCB-30 1.05 0.88-1.20 y 26.9 17.5-32.5 PCB-57 0.75 0.65-0.89 y 49.2 35.0-65.0 
J>CB-18 1.05 0.88-1.20 y 26.4 17 .5-32. 5 PCB-67 0. 74 0.65-0.89 y 48.7 35.0-65.0 
PCB-17 1.05 0.88-1.20 y 25.8 11.5.:32_5 PCB-58 0.75 0;65-0.89 y 50.4 35.0-65.0 
PCB-24/27 1.04 0.88-1.20 y 52.9 35.0-65.0 PCB-63 0.75 0.65-0.89 y 49~5 35.0-65:o 
PCB-16/32 1.05 0.88-1.20 y 52.0 35.0-65.0 PCB-74 0.74 0.65-0.89 y 48.8 35.0-65.0 
PCB-34 1.0·5 0.88-1.20 y 28.2 17.5-32.5 PCB-61 0.72 0.65-0.89 y 51.2 35.0-65.0 
PCB-23 1.09 0.88-1.20 y 24.9 17.5-32.5 PCB-70 0.75 0.65-0.89 y 60.1 35.0-65.0 
PCB-29 - 1.09 0.88-1.20 y 25.8 17.5-32.5 l'CB-76 0.74 0.65-0.89 y 52.9 35.0-65.0 
PCB-26 1.07 0.88-1.20 y 26.6 17.5-32.5 PCB-66 0.76 0.65-0.89 y 47.6 35.0-65.0 
PCB-25 1.07 o.aa-1.20 y 26.3 1'1.5-32.5 PCB-80 0.74 0.65-0.89 y 49.3 35.0-65.0 
PCB-31 1.07 0.88-1.20 y 28.1 17.5-32.5 PCB-55 0.74 0.65-0.89 y 49.1 35.0-65.0 
PCB-28 1.07 0.88-1.20 y 25.3 17.5-32.5 PCB-56/60 o'.74 0.65-0.89 y 96.7 70.0-130 
PCB-20/21/33 1.07 0.88-1.20 y 78,9 52.5-97.5 PCB-79 0.75 0. 65-0. 89 y 48.1 35.0-65.0 
PCB-22 1.07 0.88-1.20 y 26.3 17 .5-32 .5 PCB-78 a. '15 0.65-0.89 y 49.4 35.0-65.0 
PCB-36 1.07 0.88-1.20 y 24.4 17.5-32.5 PCB-81 0.74 0.65-0.89 y 48.1 35,0-65.0 
PCB-39 1.08 0.88-1,20 y 22.9 17.5-32.5 PCB-77 0.75 0.65-0.89 y 48.3 35.0-65.0 
PCB-38 1.10 0.88-1.20 Y- 23.2 17.5-32.5 PCB-104 1.57 1.32-1.78 y 56.3 35.0-65.0 
PCB-35 - 1.10 0.88-1.20 y 25.2 17.5-32.5 PCB-96 1.57 1.32-l. 78 y 54.6 35.0-65.0 
PCB-37 1.09 0 .88-1.20 y 25.1 17.5-32.5 PCB-103 1.57 1.32-1.78 y 53.8 35.0-65.0 

Anal~ 
PCB-54 0.75 0.65-0.89 y 50,6 35.0-65.0 PCB-100 1.54. 1.32-1.78 y 52.8 35.0-65.0 
PCB-50 0.74 0.65-0.89 y 50.3 35.0-65,0 PCB-94 1.56 1.32-1.78 y 55.9 35.0-65.0 
PCB-53 0.75 0.65-0.89 y 51.8 35.0-65.0 PCB-95/98/102 1.55 1.32-1.78 y 171.6 105-195 

·rd- Lf-""'> PCB-51 0.75 0.65-0,89 y 52.5 35.0-65.0 PCB-93 1.58 1.32-1. 78 y 48.4 35.0:.65.0 Date: 
PCB-45 0.75 o:65-0.89 y 52.6 35.0-65.0 PCB-88/91 1.55 1.32-1. 78 y 114.2 70.0-,130 
PCB-46 0.75 0.65-0.89 y 51.3 35.0-65.0 PCB-121 1. 58 1.32-1. 78 y 51.0 35.0-65.0 
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NATIVE PCB CONTINUING CALIBRATION VERI~ICATION Page 1 of 

Lab Name: Alta Analytical Laboratory Lab ID: S'l'031019El-l Instrument ID: VG-8 

Initial Calibration Date: 9/29/03 ICal ID: pcbvg8-9-29~03 GC Colwnn ID: DB-1 

VER Data Filename: 031019El ilU Analysis Date: 19-0CT-03 Time: 10:30:39 

ION QC CONC. ION QC CONC. 
ABUND. LIMITS CO!'!C. RANGE ABUND. LIMITS CONC. RANGE 

ANALYTES RATIO PASS FOUND lng/mLI ANALYTES RATIO PASS FOUND (ng/11\LI 

PCB-84/92 1.57 1.32-1.78 y 109.7 70.0-130 . PCB-140 1.33 1.06-1'.43 y 58.9 35.0-65.0 
PCB-89 . 1.56 1.32-1.78 y 55 .2 35.0-65.0 PCB-134/143 1.20 1.06-1.43 y 103.9 70.0-130 
PCB-90/101 1.5-i 1.32-1.~B y 110.3 70.0-130 PCB-133/142 1.21 1.06-1.43 y 103.9 70.0-130 
PCB-113 1:ss 1.32-1.78 y 62.8 35.0-65.0 PCB-131 1.19 1.06-1.43 y 50.8 35.0-65.0 
PCB-99 1.58 l. 32-1.·78 y 51.4 35.0-65.0 PCB-146/165 1.22 1.06-1.U y 101.5 70.0-130 
PCB-119 1.57 1. 32-1. 78 y 56.6 35.0-65.0 PCB-132/161 1.22 .1.06-1.43 y 100.0 70.0-130 

. PCB-108/112 1.57 1.32-1.78 y 110.4 70 .0-130 PCB-153 1.21 1. 06-1.43 y 50.3 35.0-65.0 
PCB-83 1.58 1.32-1. 78 y 57.2 35.0-65.0 PCB-168 1.21 1. 06-1.43 y 50.7 35.0-65.0' 
PCB-97 1.57 1.32-1. 78 y 53;5 35.0-65.0 PCB-:141 1.20 1.06-1.43 y 49.8 35.0-:65.0 
l'CB-86 1.49 1.32-1. 78 y 49.1 35.0-65.0 1.'CB-137 l.19 l. 06-1. 43 y 48.1 35.0-65.0 
PCB-87/117/125 1.56 1.32-1.78 y 168.2 105-195 PCB-130 1.21 1.06-1.43 y 50.5 35.0-65.0 
PCB-111/115 1.57 1. 32-1. 78 y 106.7 70.0-130 PCB-138/163/164 1.21 1.06-1.43 y 148.3 105-195 
PCB-85/116 1.57 1.32-1.78 y 111.3 70.0-130 PCB-158/160 1.21 1.06-1.43 y 97.5 70.0-130 
PCB-120 1.54 1.32-1.78 y 53.4 35.0-65.0 PCB-i29 1.22 1. 06-1.43 y 46.B 35,.0-65. 0 

·pca.:.110· 1.58 1.32-1.78 y 53.8 35.0-65.0 PCB-166 1.23 1.06-1.43 y 51.2 35.0-65 .. 0 
PCB-82 1.54 1.32-1. 78 y 53.7 35.0-65.0 PCB-159 1.22 1.06-1.43 y so.a 35.0-65.0 
PCB-124 1.56 1.32-1.78 y 57.4 35.0-65.0 PCB-128/162 1.21 1.06-1.43 y 99.5 70.0-130 
PCB-107/109 1.56 1.32-1. 78 y ll0.7 70.0-130 PCB-167 1.20 1. 06-1. 43 y 51.0 35.0-65.0 
PCB-123 1.57 1.32-1.78 y 54.4 35.0-65.0 PCB-156 1.22 1.06-1.43 y 50.9 35.0-65.0 
PCB-106/118 1.56 1.32-1.78 y 112.3 70.0-130 . PC~-157 1.20 1.06-1.43 y 50.1 35.0-65.0 
PCB-114 1.61 1.32-1.78 y 51.1 . 35.0-65.0 PCB-169 1.23 l.06-1.43 y 49.9 35.0-65.0 
PCB-122 1.61 1.32-1. 78 y 46.1 35.0-65.0 PCB-188 1.07 0. 88-1.19 y 53.2 35.0-65.0 
PCB-105 1.64 1.32-1.78 y 49.6 35.0:..65.0 PCB-184 1.07 0.88-1.19 y 53.0 35.0-65.0 
PCB-127 1.66 1.32~1.78. y 49.1 35.0-65.0 PCB-179 1.09 0.88-1.19 y 52.7 35.0-65.0 
PCB-126 1.68 1.32-1.78 y 49.0 35.0-65.0 1.'CB-176 1.07 o:08-1.19 y 52.6 35.0-65.0 
PCB-155 1.33 1.06-1.43 y 64.0 35.0-65.0 PCB-186 1.07 0.88-1.19 y 49.9 35.0-65.0 
PCB-150 1.33 1.06-1.43 y 63.2 35.0-65.0 PCB-178 1.05 0.88-1.19 y 49.8 35.0-:65.0 
PCB-152 1.33 1.06-1.43 y 62.2 35.0-65.0 PCB-175 1.05 0 .88-1.19 y 52.3 35.0-65.0 
PCB-145 1.35 1.06-1.43 y 62.7 · 35.0-65.0 PCB-182/187 1.06 0.88-1.19 y 97.3 70.0-130 
PCB-136 1.35 1.06-1.43 y 62.0 35.0-65.0 PCB-183 1.06 0.88-1.19 y 49.4 35.0-65.0 

Anal~ 

PCB-148 1.34 1.06-1.43 y 60.2 35.0-65.0 PCB-185 1.06 0.88-1.19 y 54.0 35.0-65.0 
PCB-154 1.34 1.06-1.43 y 59.5 35.0-65.0 PCB-174 1.06 0.88-1.19 y 56.1 35.0-65.0 
PCB-151 1.39 1.06-1.43 y 60.3 35.0-65.0 PCB-181 1.07 0.88-1.19 y 52.4 35.0-65.0 
PCB-135 1.38 1.06-1.43 y 61.8 35.0-65.0 PCB-177 1.05 0. 88-1.19 y 50.6 35.0-65.0 I~.,/- 0,\ 
PCB-144 1.34 1.06-1.43 y 58.9 35.0-65.0 PCB-171 1.07 0.88-1.19 y 51.1 35.0-65.0 Date: 
PCB-147 · 1.34 1.06-1.43 y 57.1 35.0-65.0 PCB-173 1.06 0.88-1.19 y 51.2 35.0-65.0 
PCB-139/149 1.35 1.06-1.43 y 117 .9 70.0-130 l?CB-172 1.07 0.88-1.19 y 52.4 35.0-65.0 
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NATIVE PCB CONTINUING CALIBRATION VERIFICATION 

Lab Name: Alta Analytical Laboratory Lab ID: ST031019El-l 

Initial Calibration Date: 9/29/03 ICal ID: pcbvgS-9-29-03 

VER Data Filename: 031019El Sfl Analysis Date: 19-0C:T-03 Time: 10:30:39 

ANALYTES 

PCB-192 
PCB-180 
PCB-193 
PCB-191 
I'CB-170 
PCB~l90 

PCB-189 
PCB-202 
PCB-201 
PCB-204. · 
PCB-197 
PCB-200 
PCB-198 
PCB-199 
PCB-196/203 
PCB-195 
PCB-194 
PCB-205 
PCB-208 
PCB-207 
PCB-206 

PCB-209 

Project 24292 

ION QC 

cq,ic. ABUND. LIMITS 
RATIO PASS FOUND 

CONC. 

RANGE 
(ng/mL) 

1-05 0.88-1.19 y 
1.06 
1.06 
1.08 
1.08 

1.06 
1.04, 
0.92 
0.93 
0.93 
0.94 
0.95 
0.95 
0.94, 
0.93 
0.91 
0.92 
0.92 

·1.34 

1.34 
1.35 
1.21 

0.88-1.19 .Y 

0.88-1-~9 y 
0. 88-1. 

1

19 y 
0.88-1.19. y 
0.88-1.19 y 
0.88-1.19 y 
0.76-1.02 y 

0.76-1.02 y 

0.76-1.02 y 
0.76-1.02 y 
0.76-1.02 y 
0.76-1.02 y 
0.76-1.02 y 

0. 76-1.02 y 
0.76-1.02 y 
0. 76-1.02 y 
0.76-1.02 y 

1.14-1.54 y 

1.14-1.54 .Y 

1.14-1.54 y 

0.99-1.34 y 

52.9 35.0-65.0 
52.5 35.0-65.0 
51.5 35.0-65.0 
51.7 35.0-65.0 
52.8 35.0-65.0 
53.1 35.0-65.0 
50.9 
84.8 
86.9 
85.2 
86.2 
84.2 
82.4 
74.5 

151.8 
74.6 
73.8 

75.7 
79.3 
83.2 
86.2 
74.8 

35.0-65.0 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-9?.5 
105-19~ 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-97.5 
52.5-97_.5 
52.5-97.5 
52.5-97.5 

Page 1 of 

Instrument ID: ·vG-8 

GC COllllllil ID: DB-1 

~ 
Date: ( (7 •( f - r>/ 
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LABELED PCB CONTINUING CALIBRATION VERIFICATION 

Lab Name: Alta Analytical Laboratory Lab ID: ST031019El-l 

Initial Calibration Date: 9/29/03 ICal ID: pcbvgB-9-29-03 

VER Data Filename: 031019El S01 Analysis Date: 19-0CT-03 Time: 10:30:39 

ION QC· CONC. 
ABUND. LIMITS CONC. RANGE 

LABELED IS RATIO PASS FOUND (ng/mL) 

lJC-PCB-1 3.05 2.66-3.60 y 104.6 50.0-150 
13C-PCB-3 3.11 2.66-3.60 y 92.5 50.0~150 
13C-PCB-4 1.56 1.33-1.81 y 99.4 50.0-150 
13C-PCB-9 1.61 1.33-1.81 y 102.0 50.0-150 
13C-PCB-19 1.05 0.88-1.20 y 86.6 50.0-150 
13C-PCB-32 1.07 0.88-1'.20 y 86.8 50.0-150 
13C-PCB-28 1.09 0.88-1.20 y 87.0 50.0-150 
llC-PCB-37 1.09 0.88-1.20 y 95.l 50.0-150 
llC-PCB-54 0.81 0.65-0.89 y 91.2 50.0-150 

· llC-PCB-81 0.80 0.65-0.89 y 97.5 50.0-150 
l3C-PCB-77 0. 79 0.65-0.89 y 95.7 50.0-150 
llC-PCB-104 1.60 1.33-1.81 y 106.8 50.0-150 
llC-PCB-95 1.63 .1.33-1.81 y 102.0 50.0-150 
13C-PCB-101 1.63 1.33-1.81 y 101.l 50.0-150 
lJC-PCB-123 1.62 1.33-1.81 y 96.4 50.0-150 
13C-!:'CB-118 1.62 1. 33-1. Bl y 94.2 so. 0-150 
13C-PCB-11' 1. 62 1.33-1.81 y 105 .3 50.0-150 
13C-PCB-105 1.61 1.33-1.81 y 108.4 50.0-150 
llC-PCB-126 1. 63 1.33-1.81 y 110.1 50.0-150 

llC-PCB-155 1.28 1.05-1.U y 58.3 50.0-150 
l.3C-PCB-153 1.25 1.05-1.43 y 102.7 S0.0-150 
13C-l'CB-167 1.28 1.05-1.43 y 99.1 50.0-150 

13C-PCB-156 1.24 1.05-1.43 y 95.3 50.0-150 
13C-PCB-157 1.24 1.05-1.43 y 93.9 50.0-150 

lJC-PCB-169 1.26 1.05-'l.43 y 94.8 50.0-150 
13C-PCB-188 o.,8 0.38-0.52 y 88.2 50.0-150 

llC-PCB-180 0.(7. 0.38-0.52 y 80.1 50.0-150 

13C-PCB-170 0.46 0.38-0.52 y 77.8 50.0-150 

13C-PCB-lB9 0.46 0.38-0.52 y 76.7 50.0-150 

13C-PCB-202 0.91 0.76-1.02 y 52.1 50.0-150 
13C-PCB-194 0.93 0. 76-1.02 y 95.5 50.0-150 
13C-PCB-208 0.80 0.66-0.99 y 85.5 50.0-150 
llC-PCB-206 0.78 0.66-0.99 y 86.4 50.0-150 
llC-PCB-209 1.22 0.99-1.35 y 78.6 50.0-150 

Project 24292 

Instrument ID: VG-8 

GC Column ID: DB-1 

ION 
ABUND. 

LABELED !:'S RATIO 

PRESPIKE COMPOUNDS 

13C-PCB-52 0.80 
13C-PCB-178 0.46 

QC 

LIMITS 

PASS 

0.65-0.89 y 
0.38-0.52 y 

CONC. 
FOUND 

99.3 
85.8 

CONC. 
RANGE 

lng/mL) 

70 - 130 

70 - 130 

AnU~ 

Date: ff}'( 1- V) 
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Client ID: PCB 209 CS3 030916G Filename: 031019El S:l Acq:19-0CT-03 10:30,39 ConCal: ST031019El-1 Page 1 of 
Lab ID: ST031019El-l GC Column ID: OB-1 ICal: pcbvgB-9-29-03 wt/vol: l.000 EndCAL: ST031019El-2 

Type Name Resp RA RT RRF Cone Type Name Resp RA RT RRF Cone 
Mono PCB-1 3.50e+07 2.90 y 15:16 l.00 27.3 Tetra PCB-52/69 7.60e+07 0.75 y 29:29 0.81 101 
Mono PCB-2 3.22e+07 2.91 y 17:30 0.84 29.4 Tetra PCB-73 4.66e+07 0.77 y 29:35 0.90 55.1 
Mono PCB-3 3.48e+07 2.95 y 17:43 0.96 27.8 Tetra PCB-43/49 6. 72e+07 0.74 y 29:45 0.71 102 

Tetra PCB-47 3.75e+07 0.75 y 29:57 0.73 55.1 
Di PCB-4/10 5.73e+07 1.61 y 18:59 1.81 47.9 Tetra PCB-48/75 8.40e+07 0.75 y 30:03 0.86 104 
Di PCB-7/9 7.33e+07 1.65 y 20:38 1.ce 47.5 Tetra PCB-65 4.29e+07 0.74 y 30:17 0.86 53.4 
Di PCB-6 3.68e+0'1 1.63 y 21:14 1.C8 23.9 Tetra PCB-62 4.27e+07 0.75 y 30:23 0.83 55.1 
Di PCB-5/8 7.2le+0'1 1.63 y 21;37 1.U 48.3 Tetra PCB-44 3.57e+07 0.74 y 30:40 0.61 62.5 
Di PCB-14 3.50e+07 1.65 y 22:38 L51 22.4 Tetra PCB-42/59 7.78e+07 0.75 y 30:52 0.79 106 
Di PCB-11 3.46e+07 1.67 y 23:44 1.45 23.0 Tetra 41/64/71/72 1. 72e+08 0.75 y 31:24 0.88 210 
Di PCB-12/13 7.13e+07 1.64 r 2C:06 1.50 45.7 Tetra PCB-68 4.8le+07 0.75 y 31:39 0.97 53.3 
Di PCB-15 4.04e+07 1.68 y 2C:23 1.70 22.9 Tetra PCB-40 2.6le+07 0.75 y 31:49 0.53 52.6 

Tetra PCB-57 4.58e+01 0.15 y 32:10 1.09 49.2 
Tri PCB-19 1.99e+07 1.04 y 22:47 1.18 26.0 Tetra PCB-67 4.65e+07 0.74 y 32:27 1.12 48.7 
Tri PCB-30 2.90e+0'1 1.05 y 23:37 1.67 26.9 Tetra PCB-58 .4.64e+07 0.15 y 32:33 1.08 50.4 
Tri PCB-18 1.98e+07 1.05 y 24:18 0.69 26.4 Tetra PCB-63 4.5Be+01 0.75 y 32:42 1.09 49.5 
Tri PCB-17 2.19e+07 1.05 y 24:28 0.78 25.8 Tetra PCB-74 4.79e+07 0.74 y 32:57 1.15 48.8 
Tri · ·pca-24/27 5.70e+07 .1.04 y 24:60 0.99 52.9 Tetra PCB-61 3.96e+07 0.72 y 33:04 0.91 51.2 
Tri PCB-16/32 4.82e+07 1.05 y 25:27 0.85 52.0 Tetra PCB-10 5.82e+07 0.75 y 33:09 1.14 60.1 
Tri PCB-34 3.41e+07 1.06 y 26:12 1.19 28.2 Tetra PCB-16 4 .44e+07 0.74 y 33:16 0.99 52.9 
Tri PCB-23 3.36e+07 1.09 y 26:17 1.33 24.9 Tetra l?CB-66 5.32e+0'1 0.76 y 33:21 1.31 47.6 
Tri PCB-29 3.54e+01 1.09 y 26:31 1. 35 25.8 Tetra PCB-BO 5 .38e+07 0.74 y 33:32 1.28 49.3 
Tri PCB-26 3.47e+07 1.07 y 26:43 1.28 26.6 Tetra J?CB-55 4.59e+07 0.14 y 33:49 1.10 49.1 
Tri PCB-25 3_.56e+07 1.07 y 26:52 1.33 26.3 Tetra PCB-56/60 8.99e+07 0.74 y 34:16 1.09 96.7 
Tri PCB-31 3.11e+07 1.07 y 27:11 1.30 28.1 Tetra PCB-79 4.57e+07 0.75 y 35:15 1.12 48.l 
Tri PCB-28 3.97e+07 1.07 y 27:17 1.54 25.3 Tetra PCB-78 4.55e+01 0.75 y 35:53 1.08 49.4 
Tri CB-20/21/33 1.02e+08 1.07 y 27:50 1.27 78.9 Tetra PCB-Bl 4.75e+07 0.74 y 36:22 1.16 48.1 
Tri J?CB-22 J.56e+07 1.07 y 28:14 1.33 26.3 T_etra PCB-77 4.4le+07 D.75 y 36:54 1.06 48.3 
Tri PCB-36 3.38e+07 1.07 y 28:49 1.47 24.4 
Tri PCB-39 3.40e+07 1,08 y 29:14 1.57 22.9 Penta l'CB-104 3.4Be+07 1.57 y 30:32 1.16 56.3 
Tri PCB-38 3.2le+07 1.10 y 29:57 1.46 23.2 Penta PCB-96· ·3.22e+07 1.57 y 31:40 1.10 54.6 
Tri PCB-35 3.39e+07 1.10 y 30:25 1.42 · 25.2 J?enta PCB-103 2.63e+01 1.57 y 32:11 0.91 53.8 
Tri PCB-37 3.73e+07 1.09 y 30:49 1.57 25.l Penta PCB-100 2.55e+07 1.54 y 32:30 0.90 52.8 

Penta PCB-94 2.1Be+07 1.56 y 32:55 0.98 55.9 
Tetra J?CB-54 4.69e-t07 0.75 y 26:14 0.99 50.6 Penta B-95/98/102 7.45e+07 1.55 y 33:22 1.09 172 
Tetra PCB-50 3.45e+07 0.74 y 27:19 0.73 50.3 Penta PCB-93 1.92e+07 1.58 y 33:29 1.00 48.4 
Tetra PCB-53 3.45e+<l'1 0.75 y 27:53 0.71 51.8 Penta l'CB-88/91 4.53e+01 1.55 y 33:45 1.00 114 
Tetra PCB-51 3.55e+0'1 0.75 y 28:13 0.72 52 .5 Penta PCB-121 J.02e+07 1.58 y 33:52 1.49 51.0 
Tetra PCB-45 3.07e+07 0.75 y 28:36 0.62 52.6 
Tetra PCB-46 2.90e+07 . 0.75 y 29:03 0.60 51.3 RL: MONO, TIU: ·Integrations -

AD~ 
RL: DI, TETRA - HEPTA: --RL: OCTA - OF.CA: Date: / ~ ' { ( - 0-) 
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Client ID: PCB 209 CS3 030916G Filename: 031019El S:l Aeq:19-0CT-03 10:30:39 Concal: ST031019El-1 Page 1 of 
Lab ID: STOJ1019El-l GC Colwnn ID: os-·1 ICal: pebvgB-9-29-03 · wt/vol·, l.000 EndCAL: ST031019El-2 

Type Name Resp RA RT RRP Cone Type Name Resp RA RT RRF Cone 
Penta PCB-84/92 4.39e+07 1.57 y 34:36 1.01 110 Hexa PCB-140 1.43e+07 l.33 y 38:45 0.80 58.9 
Penta PCB-89 2.1oe+07 1. 56 y 34.:46 0.96 55.2 Hexa l'CB-134/143 4.70e+07 l.20 y 39:09 0.74 104 
Penta PCB-90/101 4.97e+07 1.54 y 34:57 1.14 110 Hexa PCB-133/142 4.73e+07 1.21 y 39:25 0.74 104 
Penta PCB-113 2.96e+07 1.55 y 35:09 1.19 62.8 Hexa PCB-131 2.25e+07 1.19 y 39:34 0.72 50.8 
Penta PCB-99 2.57e+07 1.58_ y 35:15 1.27 51-4 Hexa PCB-146/165 6.28e+07 1_.22 y 39:47 1.01 102 
Penta PCB-119 3.24e+07 1.57 y 35:40 1.45 56.6 Hexa PCB-132/161 5.85e+<i7 1.22 y 39:59 0.96 100.0 
Penta PCB-108/112 5.02e+07 1.57 y 35:ol9 1.15 110 Hexa PCB-153 3.17e+07 1.21 y 40:09 l.03 50.3 
Penta PCB-83 2.95e+07 l.58 y · 35:58 1.31 57.2 Hexa PCB-168 3.45e+07 1.21 y 40:20 1.11 50.7 
Penta PCB-97 2.16e+07 1.57 y 36:08 1.02 53.5 Hexa PCB-141 2.71e+07 l.20 y 40:49 0.89· 49.8 
Penta PCB-86 l. 77e+07 1.49 y 36:15 0.91 ·49.1 Hexa PCB-'-137 2.46e+07 1.19 y 41:10 0.84 48.1 
Penta -87/117/125 8.78e+07 1.56 y 36:22 1.32 168 Hexa PCB-130 2_.38e+07 1.21 y 41:1.5 0.'17 50.5 
Penta PCB-111/115 6.18e+07 1.57 y 36:31 1.46 107 Hexa 138/163/164 9.9le+07 1.21. y 41:36 1.09 148 
Penta PCB-85/116 5.30e+07 1.57 y. 36:38 1.21 1.11 Hexa PCB-158/160 6.93e+07 1.21. y 41:49 1.16 97.5 
Penta PCB-120 3.22e+07 1.54 y 36:52 '1.53 53.4 Hexa PCB-129 2.10e+07 1.22 y 42:02 0.'13 46.8 
Penta PCB-110 3.1.2e+07 1.58 y 36:59 1.47 53.8 Hexa PCB-166 3.24e+07 1..23 y 42:27 0.93 51.2 
Penta PCB-82 l.69e+07 1.54 y 37:33 · 0.70 , 53.7 Hexa PCB-159 3.42e+07 1.22 y 42:45 0.99 50.8 
Penta· PCB-124 3.05e+07 1..56 y 38:11 1.17 57.ol Hexa PCB-i28/162 S.65e+07 1.21 y 43:01 0.84 99.5 
Penta PCB-l.07/1.09 6.06e+07 1.56 y 38:19 1.21 111 Hexa PCB-167 3.34e+07 1..20 y 43:22 0.97 51.0 
Penta PCB-123 2.8'e+07 1.57 y 38:28 1.15 54.4 Hexa PCB-156 3.36e+07 l.22 y 44:32 1.04 50.9 
Penta PCB-106/1.18 5.9l.e+07 1.56 y 38:39 1.06 112 Hexa PCB-157 3.20e+O'l 1..20 y 44:47 0.96 50.l 
Penta PCB-114 4.53e+07 1.61. y 39:13 1.40 51.1 Hexa PCB-169 3.06e+07 l._23 y 46:44 0.96 49.9 
Penta PCB-122 4.2le+07 1.61 y 39:21 1.45 46.1 
Penta PCB-105 4.47e+07 1.64 y 40:01. 1..4' 49.6 Hepta PCB-1.88 3.4le+07 1.07 y 39:49 1.4'1 53.2 
Penta l?CB-127 4.16e+07 1.66 y 40:20 1..35 49.1 Hepta PCB-184 3.42e+07 1.07 y 40:13 1.48 53.0 
Penta l?CB-126 4.26e+07 1.68 y 42:03 1.41 49.0 Hepta PCB-179 3.16e+07 1.09 y 40:55 1.38 52.7 

Hepta PCB-176 3.07e+07 1.07 y 41:20 1.34 52.6 
Hexa PCB-155 2.18e+07 1..33 y 34:32 1.12 64.0 Hepta PCB-186 2.99e+07 1.07 y 41:53 l.38 49.9 
Hexa PCB-150 l.99e+07 1.33 y 35:41 1.04 63,2 Hepta PCB-178 2.15e+07 1.05 y 42:20 0.99 49.8 
Hexa PCB-152 1..94e+07 1.33 y 36:06 1.03 62.2 Hepta PCB-175 2.22e+07 1..05 y 42 :39 0.98 52.3 
Hexa PCB-145 l.93e+07 1.35 y 36:30 1.02 62.7 Hepta PCB_-182/187 4..88e+07 1.06 y 42:48 1.16 91. 3 
Hexa PCB-136 1.87e+07 1.35 y 36:48 1.00 62.0 Hepta PCB-183 2.40e+07 1.06 y 4.3:06 1..l.2 49.4 

. Hexa PCB-148 1.'4e+07 1.34 y 36:54 0.79 60.2 Hepta PCB-185 2.07e+07 1.06 y 43:41 1.38 54.0 
Hexa PCB-154 1.66e+07 1.34 y 37:21 0.92 59.5 Hepta PCB-174 2.28e+07 1.06 y 44:01 1..46 56.l 
Hexa PCB-151 l.32e+07 1.39 y 37:56 0. '12 60.3 Hepta PCB-181 2.08e+07 1.07 y 44:07 1.42 52.4 
Hexa PCB-135 l.32e+07 1.38 y 38:07 0.70 61.8 Hepta PCB-177 l.90e+07 1.05 y 44:16 l.35 50.6 
Hexa PCB-1.44 1..38e+07 1.34 y 38:14 0.77 58,9 Hepta PCB-111 2.07e+07 1.07 y 44.:32 l.45 51.1 
Hexa PCB-147 1.43e+07 1.34 y 38:21 0.83 57.1 Hepta PCB-1.73 1.84e+07 1.06 y 44:55 l.29 51.2 
Hexa PCB-139/149 2.86e+07 1.35 y 38:35 0.80 118 Hepta PCB-172 l.90e+07 l.07 y 45:20 l.30 52 .4 · 

'-RL: MONO, TRI: Integrations 

' 
kw~ 

RL: DI, 'l'ETRA ; ~PTA: 

RL: OCTA - DECA: Date: ltJ• I (f •;) 
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Client ID: PCB 209 CSJ 030916G Filename: 031019E1 S:l Acq:19-0CT-03 10:30:39 Concal: ST031019El-l Pagel of 
Lab ID: ST031019El-l GC ColUlllil ID: DB-1 ICal: pcbvgB-9-29-03 wt/vol: 1.000 EndCAL: ST031019El-2 

Type Name Resp RA RT RRF Cone Type Name Resp RA RT RRF Cone 
Hepta PCB-192 2.5le+07 1.05 y 45:31 1.70 52.9 Tot F:l Total Mono-PCB l.02e+08 2.90 y 15:16 0.93 84.5 
Hepta PCB-180 2.20e+07 1.06 y 45:42 1.50 52.S Tot F:2 Total Di-PCB 4.2le+08 1.61 y 18 :59 1.51 282 
Hepta PCB-193 2.78e+07 1.06 y 45:53 1.94 51.5 Tot F,2 Total Tri-PCB 1.96e+08 1.04 y 22:47 0.99 210 
Hepta PCB-191 2.58e+07 1.08 y t6:06 1.79 51.7 Tot P:3 Total Tri-PCB 5.8le+08 1.06 y 26:12 1.38 428 Swn,638 
Hepta PCB-170 1. 87e+07 1.08 y 47:03 1.54 52.8 Tot F:3 Total Tetra-PCB 1. 78e+09 0.15 y 26:14 0.81 2180 
Hepta PCB-190 2.48e+07 1.06 y 47:12 2.02 53.1 Tot F,3 Total Penta-PCB l.09e+09 1.57 y 30:32 1.10 2260 
Hepta PCB-189 2.50e+O? 1.04 y 48:26 1.42 50. 9- Tot F:4 Total Penta-PCB 2.30e+08 1.61 y 39:13 1.41 260 Swn:2520 

Tot F:3 Total Hexa-PCB 2.28e+08 1.33 y 34:32 0.88 849 
Octa PCB-202 . 2.40e+07 0.92 y 44:43 1.00 84.8 Tot P:4 Total Hexa-PCB 8.35e+08 1.20 y 39:09 0.92 1430 Sum:2280 
Octa PCB-201 2.42e+07 0.93 y 45:09 0.99 86.9 Tot P:4 Total Hepta-PCB 5.96e+08 1.01 y 39;49 1.37 1260 
Octa PCB-204 2-.4~e+07 0.93 )( 45:17 1.02 85.2 Tot F:4 Total Octa-PCB l.86e+OB 0.92 y 44:43 0.89 736 
Octa PCB-197 2.52e+07 0.94 y 45:35 1.04 86.2 Tot F:.5 Total Octa-PCB l.3le+08 0.91 y 49:01 1.38 229 Swn:965 
Octa PCB-200 2.32e+07 0.95 'y 46:22 0.98 84.2 Tot P:5 Total Nona-PCB 9.7le+07 1.34 y 49:08 0.89 250 

Octa PCB-198 l.58e+07 0.95 y t7:35 0.68 82.4 Tot F:5 Total Ceca-PCB 3.86e+01 1.21 y 52:29 1.11 74.8 

Octa PCB-199 l .56e+07 0.94_ y 47:41 0.74 74.5 

Octa PCB-196/203 3.40e+07 0.93 ,j 47:56 0.79 152 

Octa PCB-195 J.65e+07 o.91 y ·49,01 1.18 74.6 

Octa PCB-194 3.92e+07 0.92 y 49:49 1.28 13.8 

Octa PCB-205 5.25e+07 0.92 y 50:04 1.67. 75.7 

Nona PCB-208 3.66e+o1· 1.34 y 49:08 0.94 ·79.J 

Nona PCB-207 3.,oe+07 1.34 y 49:26 0.84 BJ.2 

Nona PCB-206 2.59e+07 1.35 y 51:15 0.88 86.2 

Deca i'CB-209 3.86e+07 1.21 y 52:29 1.11 74.8 

RL: MONO, TRI: Integrations 

RL: DI, TETRA - HEPTA: An~ 

RL, OCTA - CECA: Date: 1/) ·I f ~,) 
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Client ID: PCB 209 CS3 030916G Filename: 03l019El S:l Acq:19-0CT-03 10:30:39 ConCal: ST03l019El-l Pagel of 
Lab ID: ST03l019El-1 GC Column ID: DB-1 ICal: pcbvg8-9-29-03 wt/vol: 1.000 EndCAL: ST031019El-2 

Type Name Resp RA RT RRF cone Rec Type Name Resp RA RT RRF Cone Rec 
Mono-IS lJC-PCB-1 l.29e+08 3.05 y 15:15 1.09 105 105 Tetra-PS 13C-PCB-52 7.0Se-i-07 o.ao y 29:27 0.80 99.3 99.3 
Mono-IS 13C-PCB-3 1:Joe+08 3.11 y 17:42 1.24 9,2.5 92.5 Hepta-PS 13C-PCB-178 2.68e+07 0.46 y 42:19 0.59 85.8 85.8 
Di-IS 13C-PCB-4, 6.62e+07 1.56 y 18:56 0.59 99.4 99.4 
Di-IS lJC-PCB-9 l,04e+08 1.61 y 20:36 0.90 102 102 
Tri-IS llC-PCB-19 6.47e+07 1.05 y 22:46 0.70 86.6 86.6 

.Tri-IS llC-PCB-32 1.09e+08 1.07 y, 25:27 1.18 86.8 86.8 
Tri-IS 13C-PCB-28 l.02e+08 1.09 y 27:15 1.09 87.0 87.0 
T:ri-IS 13C-PCB-37 9.450-1-07 1.09 y 30:48 0.93 95.1 95.l 
'l'etra_-IS 13C-PCB-54 9.35e+07 0.81 y 26:13 1.·15 91.2 91.2 
Tetra-IS lJC-PCB-81· 8.Sle+07 0.80 y 36:21 0.98 97.5 97.5 
Tetra-IS 13C-PCB-77 8.62e+07 0.79 y 36:53 1.01 95.7 95. 7 

' Penta-IS lJC-PCB-104 5.34e+o1 1.60 y 30:31 0.93 107 107 
Penta-IS lJC-PCB-95 J.97e+07 1.63 y 33:23 0.73 102 102 
Penta-IS 13C-PCB-101 J.96e+07 1.63 y 34:56 0.73 101 101 
Penta-IS 13C-PCB-123 4.52e+07 1.62 y 38:27 0.87 96.4 96.4 
Penta-IS 13C-PCB-118 4.97e+0'1 1.62 y 38:37 0.98 94.2 94.2" 
Penta-IS llC-PCB-114 6.33e+li7 1.62.y 39:13 1.13 105 105 

. Penta-IS. 13C-PCB-l05 6.27e+07 1.61 y 39:59 1.09 108 108 
Penta-IS 13C-PCB-126 6.19e+07 1.63 y 42:02 1.06 110 110 
Hex.a-IS 13C-PCB-155 3.04e+07 1.28 y 34:31 0.97 58.3 58~3 
Hexa-I:S lJC-PCB-153 6.12e+07 1.25 y 40:08 1.12 103 103 
Hexa-IS lJC-PCB-167 6.78e+07 1.28 y 43:21 1.28 99.1 99.l 
Hexa-I_S ... 1-3C-PCB~l56 6.32e+07 1.24, y 44:31 1.24 95.3 95.3 
Hexa-IS lJC-PCB-157 6.65e+07 1.24 y 44:46 1.33 93.9 93.9 
Hexa-IS 13C-PCB-169 6.38e+07 1.26 y 46,43 1.26 94.8 94.8 
Hepta-IS UC-PCB-188 4.35e+07 0.48 y 39:47 0.92 88.2 88.2 
Hepta-IS lJC-PCB-180 2.79e+07 0.47 y 45:41 0.65 80.1 80.1 
Hepta-IS llC-PCB-170 2.3le+07 0.46 y 47:02 0.56 '17.8 77.8 
Hepta-IS lJC-PCB-189 3.45e+07 0.46 y 48:25 0.85 76.7 76.7 
OCta-IS 13C-PCB-202 2.82&+07 0.91 y 44:42 1.02 52.1 52.1 
Octa-IS 13C-PCB-194 4.14e+07 0.93 y 49:48 0.71 95.5 95.5 
Nona-IS 13C-PCB-208 4.89e+07 0.80 y 49:08 0.94 85.5 85.S 
Nona-IS 13C-PCB-206 l.42e+0'1 0.78 y 51:14 0.65 86.4 86.4 
Deca-IS llC-PCB-209 l.66e+07 1.22 y 52:28 0.97 78.6 78.6 

Di-RS 13C-PCB-15 l.13e+08 1.59 y 24:22 1.00 100 
Tri-RS 13C-PCB-31 l.07e+08 1.09 y 27:09 1.00 100 
Tetra-RS 13C-PCB-60 8.93e+07 0.79 y 34:16 1.00 100 
Penta-RS 13C-PCB-lll 5,37e+07 1.61 y 36:31 1.00 100 Integratio~ 
Hexa-RS lJC-PCB-138 5.33e+07 1.26 y 41:33 1.00 100 An yst:} 
Octa-RS 13C-PCB-205 6.lle+07 0.92 y 50:03 1.00 100 

Date: ',~·/ f -~> 
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Page 1 of 1 
Alta Analytical Laboratory - Injection Log Run file: 031019El Instrument ID: VG-8 GC Column ID: DB-1 

Data: file Sf Sample ID Analyst Acq date Acq time ccal ECal 

031019El 1 ST031019El-1 PCB 209 CS3 030916G RAS 19-0CT-03 10:30:39 ST031019El-l ST031019El-2 

0310191!1 2 0_5267_0PR001 RAS 19-0CT-03 11:30:46 ST031019El-1 ST031019El-2 

0310191!1 3 0_5267...,J'1B001 RAS 19-0CT-03 12:30:54 ST031019El-l ST031019El-2 

031019El 4 24292_5267_001 62253701 1:50 OIL RAS 19-0C'r-03 13 :31:02 ST031019El-l ST031019El-2 

0310191!1 5 24292_5267_002 USBA000373 1:50 DIL RAS 19-0CT-03 14:31:11 ST031019El-l ST031019El-2 

0310191!1 6 24292_5267_003 62254106 1:50 OIL RAS 19-0CT-03 15:31:18 ST031019El-l ST031019El-2 

031019El 7 24292_5261_001 62253701 1:20 OIL RAS 19-0CT-03 16:31:26 ST031019El-l ST031019El-2 

031019El 8 24292_5261_002 USBA000373 1:20 OIL RAS 19-0CT-03 17:31:34 ST031019El-l ST031019El-2 

031019El 9 24292_5267_003 62254106 1:20 DIL RAS 19-0CT-03 18:31:37 ST031019El-1 ST031019El-2 

031019El 10 SOLVENT BLANK RAS 19-0CT-03 19:31:46 ST03l019El:-l ST031019El-2 

031019El 11 ST031019Bl-2 PCB 209 CS3 0309160 RAS 19-0CT-03 20:31:58 ST031019El-1 ST031019El-2 
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Project 24292 

STANDARD OPERATING PROCEDURE 

HHMS ST ANDAllDS REVIEW CHEGl{LIST 

Bc~inuing Cnlibrnlion ID: LZI, 1 ~ ' 7 f./-r Ending Colibi-a\ion ID: > ;-r, J I~,., I I- z. 

Deg.CAL Eud.CAL 

C111ihmli111~ V~riliCJ1liu11/f onn 4A/D: Ion nbumhmce within _QC llmils'f ✓ ✓ 

C11llhrull1111Vc.-ll1c11llnn/Fur1114A/D: Cone wilhln Cone. rungc? ✓ 

Funn j: Firnl 1111J lasl cfutca-s lllllSClll? (NIA for D0225) #II\-

l·'orm 6.\/6ll: lfol111h•e lletenlion Tlane.s wllldn limits? (N/A for l'vl2J, T09, 166H. DD21j) .JI• Ir 

Cal. Ver. Numoo L·orrectl)"l (Ex. ST-Ye~r-Moulh-Day-VO ID) ✓ ✓ 

Col. Vc1·illc111iu11 limns signed unil daited fur review? / / 
Apprupriillil ICAL rcforcnced? ✓ ../ 

lt1111 lnii: S1u11d11rds 11umed cmtecll>•1 Conccl hisli-umenl listed? ✓ ✓ 

lh111 lug: S1111111lcs wilhha 12-hour shill? / 

Milss rc!111l11lio11 > I U,iHIO / / 
2J78-T<.:1.mrrc:_·D1~ 1't1llc)' < 2s,, (N/A fur 1668) ,-1111- Pr 

,\II 111>11rn11rhll.: 11ei1l.s intcgrnted correclly7 / .,,,,, 
M.tmull i111cgrnllo11s Included? ✓ / 

U2UII: ltu1ius wilhin limils'l 

112811: ~IM > 2.5: I 

"" 
ll21lll: C:S I wilhin 11 hrs'/ 

R~,·i\!\\·e,· I nil ial!Date: QA =t (llondom S% Check) l11ilinl/Dolc: 

SOP/I Cl-l7F _RB, Page 7or 6 

Alla Analytical Laboratory 
El Dorado HIils, CA 95762 

Allachmenl 7. F. 2 

COMMEHTS 

r-1 •-J 
•► Page 4 7 of 687
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PPM 

200 

168.97192 

PPM 

200 

192.96952 

Project 24292 

Peak Locate Examination:19-0CT-2003:10:29 File:031019El 

Experiment:PCB_DBl Function,l Reference:PFK 

168.98882 

192,98882 

volts 

3.6183 

169.00571 

Volts 

0.2926 

193.00811 

200 1·~ 

180.97072 

PPM 

200 

204.96832 

. ,..., . . 

180.98882 

---
rM 

N ~ 

~ 

/ ~ 

~· 
204.98882 

I 
I 

\ 
I.,_,. 

Volts 

2.2534 

181.00691 

Volts 

0 .1614 

--

205.00931 
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PPM 

200 

218.96373 

PPM 

200 

254.96013 

Project 24292 

J 
./ 

........ 

/\ 
r \ 

I \ 
218.98563 

254.98563 

Peak Locate E.xamination:19-0CT-2003:10:29 File:031019El 

Experiment:PCB_DBl Function:2 Reference:PFK 

Volts 

1.5754 

~ 
~ 

219.00752 

Volts 

0.3289 

255.01112 

PPM 
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I 
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A I_,,..,. 
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~ 
\ 

\I\. 

231.00872 
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'II 

\ 
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'\ 
I.\_ 

269.00935 
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200 0.6435 -

A 
-------

J 

~y 

(I i\ 
'\ 

~ 

) M\ 
,_,,, '---

242 .96133 242.98563 243.00992 
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200 1.0320 ........ 

Ni 
r II, 

f \ 

\ 
I \ 

fl"' ·, 
--•· .--

280.95435 280.98245 281.01055 
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PPM 
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~ 

+-+ 

i~\. 
j Pi~

1 

I 
I 

\ 
1)v \ ,' 

·~ 

254.98563 

304.98245 

354.97925 

Peak Locate Examination:19-0CT-2003:10:29 File:031019El 

Experiment:l'CB_DBl Function:3 Reference:PFK 

Volts 

0.4153 

Volts 

0.2963 

Volts 

0.1345 

PPM 

200 

PPM 

200 

PPM 

200 

268.98245 

316.98245 

366. 97925 

Volts 

0.4265 

Volts 

0.1814 

Volts 

0.0857 

PPM 

200 

PPM 

200 

PPM 

200 

280.98245 

330.97925 

380.97604 

Volts 

1.0871 

Volts 

0.5577 

Volts 

0.1592 

PPM 

200 

PPM 

200 

-

.-. 

f\ 
' \ 

l '\ 
) __________ ~ 

292.98245 

342.97925 

Volts 

o. 7245 

Volts 

0.3111 
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PPM 

200 

PPM 

200 

PPM 

200 

Project 24292 

31.6.98245 

366.97925 

416.97604 

Peak Locate Examination:19-0CT-2003:10:29 File:031019El 

Experi.ment:PCB_DBl Function:4 Reference:PFK 

Volts 

0.2Ul 

Volts 

0.1.780 

Volts 

0 .1140 

PPM 

200 

PPM 

200 

PPM 

200 

330.97925 

380.97604 

430.97284 

Volts 

0.7827 

Volts 

0.51.21 

Volts 

0.1.168 

PPM 

200 

PPM 

200 

PPM 

200 

342. 97925 

392.97604 

442.97284 

Volts 

0.4393 

Volts 

0.2751 

Volts 

0.1322 

PPM 

200 

PPM 

200 

r 

354.97925 

-

' ' --v I 

~ 

(· \ 
I ~ 

~ 

404.97604 

Volts 

0.2187 

Volts 

0.2046 
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,. 

PPM 

200 

416.93435 

PPM 

200 

454.92734 

PPM 

200 

492.92037 

Project 24292 

416.97604 

454.97284 

492.96967 

Peak Locate Exrunination:19-0CT-2003:10:30 File:031019El 

Experiment:PCB_DBl Function:5 Reference:PFK 

Volts 

0.2037 

417 .01'174 

Volts 

0.2429 

455.01834 

Volts 

0.1827 

493.01B96 

PPM 

200 

430.92974 

PPM 

200 

466.92614 

PPM 

200 

504 .91917 

430. 97284 

466.97284 

504.96967 

Volts 

0. 3542 

431.01594 

Volts 

0 .1186 

467.01954 

Volts 

0.1930 

505.02016 

PPM 

200 

442. 92854 

PPM 

200 

480.92157 

PPM 

200 

516.91797 

-

~ 

il~I 
" ~ ~ 'd 

I \ 
~ l 

442.97284 

480.96967 

516.96967 

Volts 

0. 2445 

443 .01714 

Volts 

0.1724 

481.01776 

Volts 

0.1451 

517.02136 
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File:031019El #1-728 Acq:19-OCT-2003 10:30:39 GC EI+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST03l019El-1 PCB 209 CS3 0309160 Exp:PCB_D81 
188.0393 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,7836.0,0.00%,F,F) 

15:15 
100 A2.6 E7 

50 

8.4E6 

4.2E6 

0..J-r---.----."'----::;=---.---,--,,---,---.-----.-----.----~.-----.----.----,--,-....L_.,......o:==-!,----=----.----.---.---.-_L·0.0E0 
15: 0 16: 

· 190.0363 BSUB(I0000,15,-3.0) PKD{3,3,1,0.10%,4436.0,0.00%,F,F) 
15:15 . 

100 A8.9 E6 

50 

17: 

17:43 
A8.8lE6 

18: 0 -Time 

3.1E6 

l.5E6 

0..L..,.---~~_,::;-_, _ __,,---------.-----.-----.-----.----,--,--,-....L_..,......::-,;._--=..,._.-_,,__--.---.---.-_L0.0E0 
15: 0 16: 0 

200.0795 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,6380.0,0.00%,F,F) 
15:15 

100 A9.6 E7 

50 

17: 0 Time 

3.3E7 

1.6E7 

0J,....---,------r~-:::,---,--.---,---,,'----,,----,c----,r---r--r---.--.--.--.----'-,---=..---.---,---,---.---_.J_0.0E0 
15: 16: 0 

202.0766 BSUB(I0000,15,-3.0) PKD(3,3,1,0.10%,34772.0,0.00%,F,F} 
15:15 

100 A3.l E7 

50 

17: 0 

17:42 
A3.17E7 

18: 0 Time 

l.1E7 

5.3E6 

0..L..,.-----.----,..:.--;:.,-__,----,,----.,---..--...--.-----.--.----.----.----.....--.----....---'-,--=..----.---.-----.----.-_J_0.0E0 
15: 0 

180.9880 

100 , 4=50 1s:bi=14 715:20 

50 

16: 0 17: 0 18: 0 

18·20 · 
17:56 18:09 ' 7 18:26 

Time 

2.3E8 

l.2E8 

0....L.,----.----.----.----.----.----.----,---,,--------,,-------,,------,r---,----.-----.----.-----.--.---.---.--,---.-----.-_.J_0,0E0 
15: 0 16: 0 17: 0 18: 0 Time 
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• 

File:03l019El #1-686 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#! File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 030916G Exp:PCB_DBl 
222.0003 F:2 BSUB(l0000,15,-3.0) PKD(3,3,l;0.10%,5144.0,0.00%,F,F) 

100 

50 

19:00 
A2.31E7 

20:39 21:36 
A4.5 E7 Al. E7 22:38 

A2.18E7 
23:44 

A2.17E7 
24:23 

A2.53E7 8.0E6 

4.0E6 

0J,---,-L...L,-..::a-,.--,-..--........--,-.....----.---.--,-"--r-=-i-,--+-,__~...._..:::-.----.---.---.-r--'-,...::a=,.,__-,---,.---.---.----+~-,'--L..~'T--'"l--....-----,---.----,---.---.--1-0.0EO 
19: 0 20: 21: 0 

223.9974 F:2 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,53688.0,0.00%,F,F) 

100 

50 

19:00 
Al.34E7 

20:39 21:36 
A2. 7 E7 A2.67E7 

22: 

22:38 
Al.32E7 

23: 0 

23:44 
Al.26E7 

24:23 
Al.41E7 

25: 0 Time 

5.0E6 

2.5E6 

0.J,....;.-,-.bb,,.~~,--,---,---,-.-,--,---,---,-'-,~~,-+-;;;.--,-!=~.,.,..--,---,----,-,-J=,'F""',-...---,--,---,---/a~=-;bbp=:~~-,---,-.....,..--.----,--,.-L0.0E0 
19: 0 20: 0 21: 0 

234.0406 F:2 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,4688.0,0.00%,F,F) 

100 

50 

18:56 
A4.04E7 

20:36 . 
A6.4 E7 

23: 0 

24:22 
A6.9 E7 

Time 

2.0E7 

l.OE7 

o....,_ ___ _,_..--..--...--...----,---.-----.--..--........-~---.---.---..---.--,-,--,---...--...,.....---,---.---.---.--.--,,--,.,--"-p--...--.....--~ ........ ---,-~-'-o.oEo 
19: 0 20: 0 21: 0 

236 .. 0376 F:2 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,3116.0,0.00%,F,F) 

100 

50 

18:56 
A2.58E7 

20:36 
A3.91E7 

22: 0 23: 0 24: 0 

24:22 
A4.3JE7 

25: 0 Time 

l.2E7 

6.2E6 

O....i.-.....,.1~---.-..--..--........-....-.....----.---.--.-''---r-.-,--,----,--r"....,__-,---.---.--.--,-.,--,---...---,---.---.--.---.-,---,,---J..--"'r""-...---.----,---.--.---._J_·O.OEO 
19: 0 20: 0 21: 22: 0 23: 0 24: 25: Time 

230.9856 F:2 

100 19:d3=19 7 19:32 20:00 7 20:13 20:39 

50 8.4E7 

0--1,--._...--.---.---,.--..--........-...--.....---.--,---.---.-,--.--.---.-.--'"T"""-r---.---,---.--,-.----,---,---.---,--,--, --.--.----,---.---.--..---.--,-.--,--..,_,._0.0E0 · 
19: 0 20: 0 21: 0 22: 0 23: 24: 0 25: 0 Time 
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,. 

File:031019El #1-686 Acq:19-0CT-2003 10:30:39 GC EI+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB DBI 
222.0003 F:2 BSUB(lOOOO. 15,-3.0) PKD(3,3, 1,0.10%,5144.0,0.00%.F,F) -

. 20:39 21 ·36 
100 A4.56E7 A4.47E7 

90 

80 

70 

60 

50 

40 

30 

20 

10 

19:00 
A3.54E7 

21:14 
· A2.28E7 22:38 

A2.l8E7 23:44 
A2.17E7 

24:23 
A2.53E7 

8.0E6 

7.2E6 

6.4E6 

5.6E6 

4.8E6 

2.4E6 

1.6E6 

0-L....~---,,J..--.-~---.---.---.----.----,r--.--.,-l--..--;:;:.-~~~-,.L--r-.;;;,,---,..-,---,---,.--'-,...L.:;-.--,--.,.--....-~-,:::...-.-~ ....... -?-----.---,.--.-~...C,,.,-----,--1-

19: 20: 0 21: 0 
223.9974 F:2 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,53688.0,0.00%,F,F) 

100 

90 

80 

70 

·60 

50 

40 

30 

20 

10 

0 

Project 24292 

19:00 
A2.20E7 

,, 

20: 

20:39 
A2.7 E7 

21:14 

21:36 
A2.74E7 

Al.40E7 
22:38 

Al.32E7 

24:04 24:23 
A2.70E7 Al.51E7 

23:44 7 

Al.30E7 

25: 0 

Time 

5.0E6 

4.5E6 

4.0E6 

3.5E6 

3.0E6 

2.5E6 

2.0E6 

1.5E6 

9.9E5 

5.0E5 

O.OEO 
Time 
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File:031019E1 #1-686 Acq:19-0CT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#! Ftle Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 0309160 Exp:PCB DBI 
255.9613 F:2 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,3760.0,0.00%,F,F) -

100 

80 

60 

40 

22:47 
Al.01E7 

23:37 
Al.48E7 

24:28 
Al.12E7 

25:00 
A2.9 E7 25:28 

A2.47E7 
5.8E6 

4.6E6 

3.5E6 

20· 1.2E6 

0-+--.------.---.------.----r-----.--..--.----.--.-<----i"-....-----,----.---....-L---,-"~-r-----.--+-',:___,.~_,.,s.--,~~.,L__~:=,,...--,L..---,-~----L0.0E0 
21: 0 22: 23: 0 Time 

257.9584 F:2 BSUB(I0000,1S,-3.0) PKD(3,3,1,0.10%,1844.0,0.00%,F,F) 
24:59 

100 A2.7 E7 25:28 5.7E6 
n~ A235E7 

80 Al.42E7 . 4.5E6 
22:47 24:27 

60 A9.72E6 Al.07E7 3.4E6 
40 2.3E6 

20 1.1E6 

0-1---,.----r--,----.-....-----,-----.--,.--~-,_._--r_-r---.----r--,r--'---r=a-..------.--..,........----.::s.<---r'"--,.---.---'-..----.:::=-,--..,;.---.--.::..........,..____,.-1-0.0EO 
21: 0 22: 0 23: 0 Time 

268.0016 F:2 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,56692.0,0.00%,F,F) 
25:27 

100 A5.66E7 1.6E7 

80 22:46 l .3E7 
60 A3.JlE? 9.9E6 

40 6.6E6 

20 3.3E6 

04----,,---"""T"-,---,---.---,.-,--~-.--,--..--r'-.--r---r---,.----r--.--.---r---.---,----,---'--,--....---r--T"""--,,:::=a.-....--___,.-L'0.0E0 
21: 0 22: D 23: 0 24: 0 25: () Time 

269.9986 F:2 BSUB(lOOOO,lS,-3.0) PKD(3,3,1,0.10% ,22816.0,0.00%,F,F) 
25:27 

100 AS.2 E7 l.6E7 

80 22:46 1.2E7 . 
60 A3.l5E7 9.3E6 

40 6.2E6 

20 3.1E6 

0+----,.----.----.---.---.---.-----.--r---.---r"'--r"-.--r-.--,,---,--,----r--,---.--~--,----.---,,-----,--T"""-~--.---,-_J_0.0EO 
21: 22: 0 23: 0 24: 0 25: 0 Time 
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.. 

File:031019EI #1-681 Acq:19-0CT-2003 10:30:39 GC EI+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST0310~9El-1 PCB 209 CS3 0309160 Exp:PCB_DBI 
255.9613 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,9620.0,0.00%,F,F) 

27:50 
~ M2ITT 

80 

1.1E7 

9.1E6 
60 26:12 26:31 27:16 28:14 28:49 29:14 30:25 30:49 6.8E6 

Al.76E7 . Al.85E7 A2.06E7 Al.84E7 Al.75E7 Al.76E7 Al.77E7 7 Al.94E7 
40 7 r 4.5E6 

20 2.3E6 

O.i__..-~.:...-..J..-~-.....~~~,_,_....t....-..1...-,~~_____..L-,.-__,,_,_____,,.__,,.,..__-,---<:::..,-L...r-,.____,-=-----,'-.,,,._...:::;-_,..=-,...2._.;:c,......,._-,L-4----,e:;~.,.-,,.....,._~__,..-=-.r---.---..e:;,....-1-0.0EO 
26:00 27: 0 28: 0 

257 .9584 F:3 BSUB(I0000,15,-3.0) PKD(3.~,1.0.10%,8728.0,0.00%,F,F) 
27:50 

100 A4.9 E7 

80 

1.1E7 

8.4E6 

60 26:12 28:14 28:49 29
=
14 J0:25 30:49 6.3E6 

Al.66E7 Al.72E7 Al.63E7 Al.64E7 Al.6287 7 Al.78E7 
40 7 r 4.2E6 

20 21~ 

O.i__,._~~-4-~-l.......!:..<;.....,a~-..-....L.r-..l-.--;,___~..,.....,'-,-_,,_,_--1'--"---,--,.a:~"--r-',.___,=----+-.,,__~-....~.L.._-f=---.---,,1----+...-::;s..L.-~-.-----r---,-,.::::::..,.-,----9----1-0,0EO 
26: 0 27: 28: 0 32: 0 Time 

268.0016 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,63652.0,0.00%,F,F) 
27:09 

100 AS.5 7 30:48 1.6E7 
A4.92E7 

80 1.3E7 

00 ~~ 

40 u~ 
20 3.2E6 

0...:i., ---.-.......... ---.---,.-.....---.....----r--r---i~..,...._.....--,--..--,,--..---,----r--r--,--,..--,----,--r--,,---r---r----r--r--,r-~--r--,----r--.-..----r---,----.---1-0,0E0 
26: 0 27: 28: 0 29: 0 30: 32: 0 Time 

269.9986 P:3 BSUB(l0000,1S,-3.0) PKD(3,3,1,0.10%,24196.0,0.00%,F,F) 
. 27:09 

100 AS.1 E7 30:48 1.5E7 
A4.53E7 

80 1.2E7 

60 8.8E6 

40 5.9E6 

20 2~ 

O·__i_,--.-----.---.--r---,,---r---r----,---.....,._.___,-..----r----,----.--.-..---.--,---.--,-..----.----,----.--.-..--,----r--.--.-,....-,--.---,---.,-,--,--t-0.0E0 
26: 0 28: 0 29: 0 30: 0 32: 0 Time 
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File:031019El #1-681 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB DBI 
289.9224 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,10632.0,0.00%,F,F) -

100 

50 

29:29 
A3.25E7 

7 

31:24 
A7.4 E7 

30:51 . 
A3.35 7 
r 

34:16 
A3.84E7 36:53 

Al.89E7 
r 

l.7E7 

8.4E6 

0-t-T""""T""-,--,'-->r-,-,--,-r-r<+-r-r-+-"r-+-'ir++.---+-'"r'--r--Y-l''--'l-'-t-'T'~~,,_,.,.-,-f-+''-r"'T"--r--'-r-r'-+-"ir'-r'-+-Y'-'r-"-'i-YY-r-+-r--r-~--.-++--,--,.....+-'..,_.._,_~r-r...µ,-,-,_,..--,--,,--l-0,0E0 

100 

50 

0 

100 

50 

0 

100 

50 

29:29 
A4.34E7 

7 

29:27 
A3.13E7 

29:27 
A3.92E7 

26: 0 30:00 31: 
330.9792 F:3 

34:15 
A3.95E7 

34:15 
A4.98E7 

100 26:1\=45 
7 21:11 21:56 28:34 29:13 29:51 flljo?49 f 1:

2h:oo 32:39 33:23 ~3=594:27 

50 

,, Project 24292 

36:53 
. A2.52E7 
r 

36:21 36:52 
A3.79E7 ~.SlE? 

36:21 36·52 
A4.72E7 7 A4.81E7 

f5
=
0
f5:41 

36:18 
r 36:49 37:27 

38: 0 Time ·. 

1.2E7 

6.2E6 

1.5E7 

7.7E6 

6.8E7 

3.4E7 
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• 

File:031019E1 #1-681Acq:19-0CT-200310:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 030916G Exp:PCB_DBI 
289.9224 F:3 BSUB(I0000,15,-3.0) PKD(3,3,I,0.10%,10632.0,0.00%,F,F) 

100 

50 26:14 
A2.0IE7 27:19 

Al.46E7 

26: 0- 27: 28: 0 
291.9194 F:3 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,12452.0,0.00%,F,F) 

1001 
50 

0 i . 

26:14 
A2.68E7 27:19 

Al.99E7 

26: 0 27: 28: 0 
301.9626 F:3 BSUB(l0000,15,-3.0) PKD(3,3,I,0.10%,4052.0,0.00%,F,F) 

26:13 
100 A4.1 E7 

50 

26: 0 27: 28: 0 
303.9597 F:3 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,2992.0,0.00%,F,F) 

26:13 
100 A5.11E7 

50 

28:36 
Al.31E7 
r 

28:36 
Al.75E7 
r 

29: 

29:27 
A3.13E7 

29:27 
A3.92E7 

31:24 
A7.4 E7 

:39 
E7 

31:24 
A9.8 E7 

:39 
. 4E7 

31:bo 

7 

7 

1.7E7 

8.4E6 

0.0E0 
Time 

2.2E7 

l.1E7 

0.0E0 
Time 

l.2E7 

6.2E6 

0.0E0 
Time 

l.5E7 

7.7E6 

0 . ....1_~~----'-~..,..._--.----.-...--.---,----.c---,---,---r--r'---,---,--,---,-----.---,--.---.--,..-,--,.-,---r'---.---,----,c---,---.---.--,----,---,---,--rL0.0E0 
26: 0 27: 28: 0 

330.9792 F:3 

100 2s:sfi=
14 

7 26:21 26:45 21:11 F7
1.1?36 21:s6 28:14 28:34 F8

=
4
19:06 29:25 29:51 

50 

31: 0 

30?:£j
36

7 30:49 31:21 

Time 

6.8E7 

3.4E7 

0...J........L.--~---,c---.--,--.--.----.----,-----,--,-----y----,---,---,---.-----,--.----,----,----,,----,---,---,--.----,----,------,c---,---,---.--,----,---.---,--r-0.0E0 
26: 0 27: 28: 0 29: 0 30: 31: 0 Time 
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.. 

File:031019El #1-681 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 0309160 Exp:PCB_DBl 
289.9224 F:3 BSUB(l0000,15,-3.0) PKD(3,3, 1,0.10%, 10632.0,0.00%,F,F) 

100 

so 

33:32 
A2.30E7 
r 

34:16 
A3.84E7 

35:15 
Al.9SE7 

35:53 36:22 
Al.94E7 A2.03E7 

1
9.9E6 

5.0E6 

0·---1>..1~-.--~~'----+----"'r-_._,_.L....-.'-L,~,.....,,..:,-.....,..,..-,=c-~--r--.L..-;----.-a.,...-.,..-=,------,.<---->i-,---r---,;..-,.,...._-r--a<..,---'....,_~----+-....,..._--,---,----.~,--,--..---...----r-......--L-0.0EO 
32: 0 33: 34: 35: 0 

291.9194 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l ,0. l0%,12452.0,0.00% ,F,F) 

100 

50 

3210 33:09 
: 32·27 A3.32E7 A2.61E7 · ,, 

7 A2.68E7 

33:32 
A3.09E7 
r 

34:16 
AS.I E7 

35:15 
A2.62E7 

38: 0 

36:21 36:53 
A2.72E7 A2.52E7 

Time 

1.4E7 

6.8E6 

0-1>...!~-~-.-,.'.....+.~~-'--J.:.....J....,..L....J,,.....:,,,;:.-->-~..,....lo.......-.....,L-:----.--=.--.,..-=-r----,,:.......,.,--,.---.--~......--,...-"-,--'-....,....-+-~--,---,----,---,---,.---.....-,---....--r----J--0.0E0 
32: 0 33: 34: 0 

301.9626 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,4052.0,0.00%,F,F) 
34:15 

~ A3JE7 

so 

38: O 

36:21 36:52 
A3.79E7 A3.81E7 

Time 

l.1E7 

5.3E6 

O'....L._---.---.-~--,---,-__,,.__,_.---_._-,---,----r---,1--'1---..---.---.--.--,.---.--,.---..----,-....---.--''---r--"-r--.--'r---"-r--.---,----.--,---,.---,---.--....--r---1--0.0E0 
32: 33: 34: 0 35: 0 

303.9597 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,2992.0,0.00%,F,F) 
34:15 

~ MJE7 

50 

36: 37: 0 

36:21 36:52 
A4.72E7 A4.81E7 

38: 0 Time 

1.4E7 

6.9E6 

0'_J_--~~~--,-~---,----.-.---......... ..-.......-....--,1--'1---.---.---.---,---,.---.--,.---.....-..----.---.--''-.--"-r---.--'r--"-r--.---,--,.--.---,--,.---.--......--.-J...-0.0E0 
32: 33: 34: 0 

330.9792 F:3 

100 ~1l~m ,2
=
12 

32:39 33:10 ~
3

=
23 

33:50 34
=
21

7 

50 

35: 0 

34:45 
35:22 

7 

36: 

35:41 

37: 0 

36:37 
r 37:00 37:27 

38: 0 

38:16 

Time 

6.4E7 

3.2E7 

0....L._ __ -.---.---.---,---,---,-~---,.---,--,---,----,----.--.--.---.---.--,----.---,---,-.....-,---.--....----,---.----.--.---.---.---,---.--.-.---,,---.--.--.----J-'O.0E0 
32: 33: 34: 35: 0 36: 37: 0 38: 0 Time 
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File:031019El #1-681 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 030916G Exp:PCB DBI 
325.8804 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,656.0,0.00%,F,F) . -

100 

80 

60 

40 

20 

30:32 
A2.13E7 31:40 

Al.97E7 
32:11 
A1.61E7 
r 

34:36 34·57 
A2.69E7 A3 o· IE7 

33:46 
7 

• 
.76E7 

36:31 
35:49 A3.77E7 

A3.07E7 3 :38 
24E7 

36:52 
1.95E7 

. l.OE7 

8.1E6 

·6.1E6 

4.1E6 

2.0E6 

0---1---,---,--,..~~....---.---.--~~--,-...,.... ........ ..,..,...,--,.___.,.___,.......,_.....,...-f---'l-->-,---,--,--+--,'<--~,,..._..,..___,,___,...L,-L-,-L--,>L-;r-'-r_.,_-'--r'-__.,.._-r--.,.....,,.-½----r-'..,.....-,--L-.-'--."'--,-~-/-' 

30: 0 31: 0 32: 0 33: 0 34: 0 
327 .8775 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,2364.0,0.00%,F,F) 

100 

80 

60 

40 

20 

30:32 
Al.35E7 31:40 

Al.25E7 

34:36 
Al.71E7 

36:31 
35:49 A2.4 E7 

Al.95E7 3 :38 
06E7 

36:52 
l.27E7 

6.5E6 

5.2E6 

3.9E6 

2.6E6 

0-1----,---,---,<,,---,....--,---,--.---,---,-,..,~--,-_,,_,. ........ ..,..,...,---,.___.,._--.-~.....,...+------,-.......--+---.,.._r"""-T"'--+--r-"'-r-'--rL--..,,._r'-"-r_.,_-'--r'-~~-.---,e--1--½---r"'"T-'-,--L-.-'----,"'--,---'",--/-
30: 0 31: 32: 0 33: 0 34: 0 

337.9207 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,484.0,0.00%,F,F) 
30:31 

100 A3.2 E7 

80 

60 
'40 

20 

33:23 
A2.46E7 

34:55 
A2.45E7 

36:31 
A3.31E7 38:27 

A2.80E7 
9.6E6 

7.7E6 

5.8E6 

3.9E6 

l.9E6 · 

0 ----.---.-.L,->...,._,--.---.-----.---.----.---.--,--.---.---r---.--.--,---..---,r-'1---.---.---.---.--.---.---,-----,,..-t--,----.--.------r--..---.----.--..,........,..-.,......,.---,----,----.--.----r--.-----.----r-----r'----i"--_,.._.---1-0 .OEO 

30: 0 31: 0 32: 0 33: 0 34: 
339.9177 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,272.0,0.00%,F,F) 

30:31 
100 A2.0 

80 33:23 
Al.51E7 

60 

40 

20 

35 : 0 36: 0 

36:30 
A2.06E7 

34:57 
Al.50E7 

37: 0 38: 0 39: 0 Time 

38:36 5 8E6 
Al.90E7 . 

4.7E6 

3.5E6 

2.3E6 

1.2E6 

-+--.--~....i...,.--,--,--,----.--.,....-,--.---.---,--.--,--,......,.--,----,---+-..,_-r--1,......,.--.--,--,---.--,.,_,.__,..--,----.---,---.--.---.---,-..L,-'-r--,---.--r--r--r--.--.---,----.--,cL--.>'-i"--.--+0.0EO 
31: 0 32: 0 33: 0 34: 35 :0 36: 0 37: 0 38: 39: 0 Time 

Project 24292 Page 61 of 687 



. -
File:031019El #1-681 Acq:19-0CT-2003 10:30:39 GC EI+ Voltage SIR Autospec-UltimaE 
Sample#} File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 030916G Exp:PCB_DBl 
325.8804 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.l0%,656.0,0.00%,F,F) 

34:57 
100 30:32 33:21 A3.0 E7 7 .4E6 

80 A2.l
3

E
7 

A1~~1i1 32:30 32:55 A4 .53E7 A1~~~t7 6.0E6 
60 A1:~1k1 ~l.SSE7 Al.33E7 4.5E6 r 
40 3.0E6 

20 l.5E6 

D-1-----.--,-----"-,----.--~-.....---.------.-.....-.......... _.__,------, ......... ..--,..---y---,~--,---,-<--..,,.._--r-~-r---L-r-,.____.i----'r-----"--T--,-----,-<---'-'i-'----,->--'-,_.__....,,.....o.oEO 
30: 0 31: . . 32: 0 34: 0 Time 

327.8775 F:3 BSUB(I0000,15,-3.0) PKD(3,3,1,0.10%,2364.0,0.00%,F,F) 
34:36 

100 30:32 33:21 Al.71E7 4.8E6 
80 At.3SE7 A1~i1i1 32:30 A2.92E7 A1\~t7 3.8E6 

Al OOE7 32:55 
60 . A8.53E6 2.9E6 
40 l.9E6 

w ~~ 

0--l---.-~...L..-_,,_-.-----r---,..---.---.--,---'----r-_,__-.-----r-__,_,--,..-,-""'-,_,_-,-__,.'--,,__-,-__,__r--........,~r--\-~--r----r--r--;,,;--'r'---,-s-..,___,_,__~O.OEO 
30: 0 31: 0 32: 0 Time 

337.9207 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,484.0,0.00%,F,F) 
30:31 

100 A3.2 E7 

80 

60 

33:23 
A2.46E7 

34:55 
A2.45E7 

9.6E6 

7.7E6 

5.8E6 

40 _3.9E6 

20 l.9E6 

0--1---.-.....--'----r-_,__,---,--,--,----,--,--,---,-----,--,--,-----,,--,--,---,---,---'r-.....,._--,,---,---,---,---,---~-.----,~-,'----,.---,J-O .0EO 
30: 0 31: 0 32: 0 33: 0 34: 0 Time 

339.9177 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.l0%,272.0,0.00%,F,F) 
30:31 

100 A2.0 E7 

80 

60 

40 

20 

33:23 
Al.51E7 

34:57 
Al.50E7 

5.8E6 

4.7E6 

3.5E6 

2.3E6 

1.2E6 

-+--.--....--'----r---'--.-----,--,--,----,--,---,--,----,--,--,----,--,--,---,----,--.,_....,_----,--,---,---,---,---,--,-----,r6---;----,--..,,_0.0EO 
31: 0 32: 0 34: 0 , Time 
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. .. 

File:031019El #1-681 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE. 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB_DBl 
325.8804 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,656.0,0.00%,F,F) . 

36:31 
JOO A3.7 E7 

6:38 
80 .24E7 

36:52 
60 Al.95E7 
40 

20 

37:33 
Al.02E7 

I.OE? 

8.1E6 

6.1E6 

4.1E6 

2.0E6 

0-l:.,..-~--L.--,---1r:__~--,;~---,-l,~--.--.1....--JL.....-.-'--"'"",--l..-.--'~..----.~-+-"'-.-----.--~,----L...,---'--.--.J::.._~r:__.--'===--,----r--~-~---1-0,0E0 
36: 37: 

327.8775 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.l0%,2364.0,0.00%,F,F) 
36:31 

39: 0 Time 

100 A2.4 E7 6.5E6 

80 
6

=
38 5.2E6 · .06E7 

36:52 
60 Al.27E7 3 .9E6 
40 37:33 2.6E6 

A6.64E6 
20 l.3E6 

O...i.:,,.---r---L.-,-lr:__.--=-_,.~~~'--,----'-...----'L.....-.--"'-"""-r---'--r-'-..----,,...__--,..__,. ........ _--r--~r--""-..---'--.--"---r""'--,---:::::-,.---r-~--.--.----+-0,0E0 
36: 0 37: 0 38: 0 39: 0 Time 

337.9207 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,484.0,0.00%,F,F) 
36:31 8 

loo A3.3 E7 3 :27 8.9E6 A2.80E7 
80 7.1E6 

60 5.3E6 

40 3.6E6 

20 1.8E6 

0-L..---.--~-.-----,----.-----.----'-T""""-"~-~--r---,-----,-----.--.---.------,,---,--...,.....'------.=----,r----.--.--.----.-----+-O.OEO 
36: 0 37: 0 38: 0 39: 0 Time 

339.9177 F:3 BSUB(l0000,15,-3.0) PKD{3,3,1,0.10%,272.0,0.00%,F,F) 
36:30 38:36 

100 A2.0 E7 Al.90E7 5.4E6 

80 4.3E6 

60 3.2E6 

40 2.2E6 

20 1.1E6 

0-L..---.---~-.-----,----.-----.---'-T""""-'~--.----.----,-----,--.---r---.-----..-----.-...,....-,-=----,r-,--,-----.-----.----,,------+-O.OEO 
36: 0 37: 0 38: 0 39: 0 Time 
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.. 

} 

File:031019El #1-511 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#! File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 030916G Exp:PCB DBI 
325.8804 F:4 BSUB(I0000,15,-3.0) PKD(3,3,1,0.10%,4012.0,0.00%,F,F) -

100 

80 

39· 14 40:01 · 
A2;79E7 A2.77E7 40:19 

A2.60E7 
42:03 

A2.67E7 
7.6E6 

6.1E6 

60 4.5E6 

40 3.0E6 

20 1.5E6 

0--L--.---.----==-.------1....---......,..,.-::::==---,--~,,..............,_.---=,-......,___...--"'-.....----r-----"'=r----r--"'?-=--.---.....--=-.---......--"'-,---'s..,--...,....--+-0.0E0 
39: 40: 0 

327.8775 F:4 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,6536.0,0.00%,F,F) 

100 

80 

39:14 
Al.74E7 

40:01 40:19 
Al.6 E7 Al.56E7 

41: 0 

42:02 
Al.59E7 

Time 

4.6E6 

3.7E6 

60 2.8E6 

40 l.8E6 

20 9.2E5 

O..i._--.----r--~r----1...,--_.;s...,-::::;:::.-.-,--.a:::::::::'1--....L....-~,,_..!..__,----.:-.-r--.---.......c:=?---.----,::==-.--..,....=..,._-~~L,.------.::::""T---,-.--i:-O.OEO 
. 39: 0 40: 41: 0 Time 

337.9207 F:4 BSUB(l0000,15;-3.0) PKD(3,3,I,0.10%,3188.0,0.00%,F,F) 
39:13 39:59 

100 A3.92E7 A3.87E7 42:02 l.1E7 
A3.84E7 

80 9.0E6 

60 6.8E6 

~ ~~ 

20 2.3E6 

O..i.__~-.----L.----"-.----.----.....--.....-.L........-.--:,--,--~....---.......--.....---.....---...---.....--......----.-----.---.....----'-.....--_..::a,-------+-0.0EO 
39: 0 40: 0 41: 0 Time 

339.9177 F:4 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,1600.0,0.00%,F,F) 
39:13 39:59 

100 A2.42E7 A2.4 E7 42:02 6.9E6 
80 A2.3SE7 5.5E6 

60 4.1E6 

40 2.8E6 

20 1.4E6 

0....L.....-~-.-----L.----"-,-...-..------.--.....-.L........,---,_.,..-~,,__--,---.--......--....---.---......--......----.-----.----L.....---°""---.----+-0,0EO 
39: 0 41: Time 
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File:031019El #1-681 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB DBI 
359.8415 F:3 BSUB(I0000,15,-3.0) PKD(3,3,1,0.10%,220.0,0.00%,F,F) -

100 34:32 
Al.25E7 

38:35 
35:41 J6:06 36-30 36:48 Al.64E7 3.9E6 

Al.l4E7 Al.llE? Al.ilE? Al.08E7 80 r .J:~ik6 38:21 38:46 3-rn6 
60 A8.23E6 8. l 7E6 2.4E6 

40 l.6E6 

20 7.8E5 

0-+----.---.----'-T"-.------,---r--.----.----,........._.......,._..,..._ _ ___,,.........-,-----........_..,..._~__,,........._-'----r_-.--_--,.....,__,.._~___,._+---i"'---'r---.-----.--..-----1-0.0E0 
34: 0 35: 0 36: 0 Time 

361.8385 F:3 BSUB(I0000, 15,-3.0) PKD(3,3, 1,0. 10%, 196.0,0.00%,F,F) 
38:35 

100 34:32 35:41 36:06 36:48 Al.2 E7 2.9E6 
A9·36E6 A8.55E6 A8.33E6 36:30 A7 .96E6 

80 AS.2JE6 r Af6~k6 38:21 38:46 2·3E6 
60 A6.12E6 6.12E6 1.7E6 

40 l.2E6 

20 5.8E5 

0--1------.---.----'-T"~..----.----.---,----.-----,,__..---.---.--r"'---r----,---.----.~.,......__~____,--.-.._,...--r-_-----1_..,.__..,.~f----.--__,,_-,-----.-.---ro.oEo 
34: 0 35: 0 36: 0 Time 

371.8817 F:3 BSUB(l0000,15,-3.0) PKD(3,3,l,0.l0%,224.0,0;00%,F,F) 
34:31 

100 Al.7 E7 

80 

60 

40 

20 

5.1E6 

4.IE6 

3.0E6 

2.0E6 

1.0E6 

0 --~---L--r->-r-----.--.------,---.---,------.-----.----.-.----,---,--r-----,---.-----.----.-...-----.--.-----.----.---.---.-----,.-----.--------.---.----r---i-0.0EO 
34: 0 35: 36: 0 37: 0 38: 0 39: 0 Time 

373.8788 F:3 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,220.0,0.00%,F,F) 
· 34:31 

100 Al.3 E7 

80 

60 

40 

20 

Project 24292 

4.0E6 

3.2E6 

2.4E6 

1.6E6 

8.0E5 

----.----.--.----,----.--,----.---.----.....---,.--,---,----,,---,-----.---.---.---.-----,-----..--,----,-----,..---.-----.--..------.-----r-0.0E0 
35: 0 36: 0 37: 0 38: 0 39: Time 
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.. ·-
File:031019E1 #1-511 Acq:19-0CT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST0310l9El-1 PCB 209 CS3 0309160 Exp:PCB_DBl 
359.8415 F:4 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,5312.0,0.00%,F,F) 

41:35 
~ MAID Fl.2E7 

80 39·26 39:47 9 6E6 
A2.59.E7 A3.46E7 · 43:01 43:22 

60 7 40:49 A3.09E7 Al.S2E7 44:32 46:43 7 .2E6 
40 ~l.48E7 r Al.84E7 Al.69E7 4_8E6 
20 2.4E6 

0-L-~~~-¥--¥-4-L..,...:L..~,...>-.,.--r......,...-,.-'-T'----'l---i--,~-"4--~.....,.,_-+-"l'--,...-,~~-½---F---.-:--....... ,..-,.,_,,.~'--+--"'T---.--'i'"-r--r--,..~-.----.--r-+---",r--r-,..~-+-0.0E0 
39: 40. 41: 0 42: 0 

361.8385 F:4 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,7512.0,0.00%,F,F) 
41:35 

100 A4.4 E7 

46: 0 47: 0 Time 

l.0E7 

80 39:26 39:47 8.0E6 
A2.14ID A2.82E7 43:01 43:22 60 7 40:49 A2.56E7 Al.5IE7 46:43 6.0E6 

40 ~l.23E7 r Al .. 37E7 4.0E6 

20 2.0E6 

01...J._ _ _L...~c.__¥--.2..L.._..:µ._....::t.~~-~-L.,.L....!,...._-l--;..t........~~--,.1..~4-:;,.-,...~---L,..--'-r-_,...-,--.._.,.-..~~L+-=-r----,-..,..._~r---.---r-.---.----,-..(......::.~--..--,--i:-0,0E0 
46: 0 47: 0 Tiine 

40:08 43 :21 44:46 46:43 
100 A3.40E7 4l:JJ A3.8 E7 A3.6 E7 A3.56E7 l.0E7 

80 A2.97E7 8.1E6 

60 ~1E6 

40 4.0E6 

20 2.0E6 

0,...J.__~_--,-__ -...L-~~----.----.----,--.--~.---.--r--.--.--,---,--,........,r--,--'-r-"-,--.--,---,--,........,,-4-.......,._-;....-.--,--..--r--r--..--r'-.--,---.--,.__,,,.._..--,..--.---1-0.0E0 
39: 40: 41: 0 42: 0 43: 0 

373.8788 F:4 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,2476.0,0.00%,F,F) 

100 

80 
60 

40 

20 

40:08 
A2.72E7 41:33 

A2.35E7 

43:21 
A2.9 E7 

44: 0 

44:31 
A2.8 E7 

45: 0 46: 0 

46:43 
A2.82E7 

Time 

8.0E6 

6.4E6 

4.8E6 

3.2E6 

J.6E6 

.....1_-~--.---.----r-<,.,__......,_~.---.--,---.--.--,-,-,,___..,--,--..---,---.--..-.....---.--,----r-Lr--"-T---.--r-r--i.--r.....,_...:..+--+--.--.---.--.r-T--r---r--.--r--.----'t-"T--.--..--.--1-O.OE0 
40: 0 41: 0 42: 0 43: 0 44: 0 45: 0 46: 0 Tiine 
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, .. 
File:031019El #1-511Acq:19-0CT-200310:30:39 GC EI+ Voltage SIR Autospec-UllimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 030916G Exp:PCB_DBl 
393.8025 F:4 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,3444.0,0.00%,F,F) 

39:49 40:13 40·55 41:20 42:48 
.100 1. 76E7 Al. 76E7 Al 65E7 Al.58E7 A2.5 E7 

7 · r 43:06 

50 
l.23E7 

50 

40: 0 41: . .42: 0 43: 0 
403.8457 F:4 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,296.0,0.00%,F,F) 

39:48 
100 Al.40E7 

50 

42:19 
A8.41E6 

40: 0 41: 0 42: 43: 0 
405.8428 F:4 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,232.0,0.00%,F,F) 

100 

50 

39:47 
A2.94E7 

42:19 
Al.84E7 

44: 0 

45:41 
A8.94E6 

45:41 
Al.89E7 

47:12 
Al.27E7 

47:12 
Al.20E7 

47: 

47:02 
A7.30E6 

47: 

47:02 
Al.58E7 

48:26 
5.7E6 Al.28E7 

7 

2.9E6 
47:56 

Al.48E6 
O.QEO 

48: 0 Time 

48:26 5.5E6 Al.22E7 
7 

2.8E6 
47:56 

Al.43E6 
0.0EO 

48: 0 Time 

48:25 
Al.0 E7 4.0E6 

2.0E6 

O.OEO 

48: 0 Time 

48:25 
A2.3 E7 8.8E6 

4.4E6 

0---1-.-..-,--,-<-+---,--,.-,.--,---,-.-,-.--,---,----.-~,...,.~---.-.,..-,......,.--,--,-~,--,-.--,-----.-,--,-,--,--,---,---,r--<-t-.....,-,-.---,-,--,---,-~..----.--.---.-~.,....,--,,.---'r--_,._0.0EO 
44:bo 45:00 48: 0 Time 40: 41: 0 

380.9760 F:4 

100 9:26 ~
9

=~:09 ~
5

=
21 

46:04 46:41 ~~f~ 

50 2.5E7 

O_,___,--,---.------.----,-,--,r-r-,-----.-,--,r-r--.-,---,-.--,---.--,---,-.--,---,----,----,--,-,--,---.---,-,--,--.----.----.-,--,-,---.---,----,--.--,---,-,-,-.----,----,-,----,--.--,---.---.----r'-'O,OEO 
40: 41: 0 42: 0 43: 0 44: 0 45: 46: 0 47: 0 48: 0 Time 
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~ .... 
File:031019El #1-511 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#! File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB D81 
427.7635 F:4 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,256.0,0.00%,F,F) -

100 
· 47:56 

Al.6 E7 5.9E6 
80 44:43 45:17 45:35 46:22 4.SE6 
60 Al.15E7 Al.17E7 fl.ZZE7 Al.13E7 47:35 3.6E6 
40 A7.71E6 2.4E6 

20 1.2E6 

0--t--,---,--,---,------,,----,...--.---..........,~ ......... --t--~---.----,---,-~',----,r---,---.----.--.---.---r'--...,__,...._---,---.-----.--r----r>-0.0EO 
44: 45: 46: 47: 0 Time 

429.7606 F:4 BSUB(lOOO0, 15,-3.0) PKD(3,3, l,0.10%,284.0,0.00% ,F ,F) 
47:56 

100 Al.76E7 6.5E6 

80 44:43 45:17 45=35 46:22 5
·
2

E6 
60 Al.25E7 Al.27E7 f'.l.30E7 Al.19E7 47:41 3.9E6 
40 A8.03E6 2.6E6 

20 1.3E6 

0-+--.-----.---.------.,--"'-T--.--"--T~-,-..---.---,---.----,-~-.------.--r---.---.--.--,---,--~-...__,-_,,__-,-----.---.--T-'-0.0E0 
44: 0 45: 0 46: 47: 0 Time 

439.8038 F:4 BSUB(l0000,15,-3.0) PKD(3,3, 1,0.10%,240.0,0.00%,F,F) 
. 44:42 

100 Al.34E7 

80 

3.8E6 

3.1E6 

60 2.3E6 

40 1.5E6 

20 7.6E5 

O-+--.------.---.--_._,........,--,---.----,---.---.-----.---.--.-----,---.-----,--r---.----.---.--.----r----,----..----.---.---.---.--....... O.OEO 
44. 0 45: 0 46: 0 47: 0 48: 0 Time 

441.8008 F:4 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,252.0,0.00%;F,F) 
. 44:42 

100 ·Al.47E7 

80 
60 
40 

20 

4.4E6 

3.5E6 

2.6E6 

1.8E6 

8.8E5 

-+--.-----.-----,---,--,--.--.-----.--.--.----.---,----,,----,---.-----.--r---.---r--.--.------,---.-----,--.---.----.--.--r-'-0.0EO 
45: 0 46: 0 47: 0 48: 0 Time 
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File:031019El #1-418 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB_DBI 
427.7635 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,1396.0,0.00%,F,F) · 

50:04 
100 A2.5 E7 

80 

60 

40 

20 

49:01 
Al.74E7 

49:48 
Al.87E7 

0--1-~~-~~,-,---.--. ........ ,;..............-4-,....,....,..-,--,r-,---,---,--,-.-,-..,....,.-,-.,......,.--,-,-.-~-,-,--'l--,---,.---r-~-,--,"'-,--,--,---,-,-,--..,....,.....,,-.--,-,---.-.-r---r--r---r-r-r--.-.-.---,---,----.---+-

48: 6 48:48 49: 49: 2 49: 49: 6 
429.7606 F:5 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,1600.0,0.00%,F,F) 

100 

80 
60 

40 

20 

49:01 
Al.92E7 

49:48 
A2.04E7 

50:04 
A2.74E7 

50: 2 50:24 50: 6 50:48 .Time 

l.1E7 

9.0E6 

6.8E6 

4.5E6 

2.3E6 

·---'-------~~--~____,.-..-.-~~--,---~-~-,--,-.-,-+-,--..-:,-~-..-<--.--,--,.:...----.-.-r---~~-........... -,--,-..,....,.-,--~~-o.oEo 
48: 6 48:48 49: 0 49: 2 49: 49: 6 50: 2 50: 4 50: 6 50:48 51: 0 Time 

439.8038 F:5 BSUB(l0000,15,-3.0) PKD(3,3,1,0.10%,256.0,0.00%,F,F) 
50:03 

lOO A2.94E7 tl.2E7 

80 A1~9it1 9.3E6 
60 7.0E6 

40 ~m6 

20 2.3E6 

0,-4-~~~--,-,---,---,.-,-.,......,.-,--,c--r--,-.,.--.-,-,--..,....,.-,-.,......,...,.....,-.--,--,-...,.....,-.--,--,;.-,-,.,.,_-,---,.-,-+-r-,---,1-,--,--,---,--,-,--.----,-.--.,......,.--,-,-.--,--,-....-,-.-..,....,.-.-......... ..,....,-+ O.OEO 
48: 6 48:48 49: 0 49: 2 49: 49: 6 

441.8008 F:5 BSUB(l0000,15,-3.0) PKD(3,3.l,0.10%,276.0,0.00%,F,F) .-

100 

80 

60 

40 

20 

Project 24292 

48: 6 49: 2 49: 4 49: 6 

49:48 
A2.15E7 

50:03 
A3.17E7 

50: 2 50: 50: 6 

50: 2 50: 50: 6 

50:48 51: 0 Time 

l.3E7 

l.OE7 

7.6E6 

5.1E6 
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File:031019El #1-418 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-l PCB 209 CS3 0309160 Exp:PCB DBI 
463.7216 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,O.l0%,204.0,0.00%,F,F) -

49:08 49:26 
100 A2. l E7 Al.9 E7 

50 

51:15 
Al.49E7 

8.0E6 

4.0E6 

o_.__~-----~---.---'-~'--~--"---~----.----.--,---..---~-~-~-~-.......-,..--'-----.--~------+-0.0EO 
49: 0 50: 0 

465. 7186 F:5 BSUB(lOO00, 15,-3.0) PKD(3,3,l ,0.10% ,300.0,0.00% ,F,F) 
49:08 49:26 

100 Al.5 E7 Al.45E7 

50 

51: 0 

51:15 
Al.10E7 

52: 0 Time 

6.2E6 

3.1E6 

0_.__....--....---.----.----.---.--r-'~---,-~___..,..---,-----.----.---,,---,---,---,---.,----r--.....,....~....---r---r---,---t-0.0E0 
49: 0 50: 0 

473.7648 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,216.0,0.00%,F,F) 
49:08 

100 A2.17E7 

50 

51: 0 

51:14 
Al.50E7 

52: 0 Time 

8.4E6 

4.2E6 

0-'--....--......---.---.----,-......,__,.._---,----.---,-----.----,---,,---,---,---.--..--,--,---,-'-___,_-r-_-r-_---.---,-----t-0.0E0 
49: 0 50: 0 

475.7619 F:5 BSUB(I0000,15,-3.0) PKD(3,3,l,0.10%,200.0,0.00%,F,F) 
49:08 

100 A2. E7 

50 

51: 0 

51:14 
Al.92E7 

52: 0 Time 

l.0E7 

5.2E6 

0 --,---,,-----.-,---..---.,--~.,.._--r---r---r-----.-----.---.---,-----r---r---.---,----.-~--,...----,-----,-----.---+-0.0EO 
49: 0 50: 0 52: 0 Time 

492.9697 F:5 
48:56 

749:02 49:28 
49:37 

49:56 50:10 
50:29 

100 r 7 

50 8.4E6 

0 ___J__....--....--......--.1...-,---.---,----,-----.----.------,----,-----.---,---,,---,---,---,..:--,---,---,---.-------.----t-· 0.0E0 
49: 50: 51: 52: Time 

] 
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Ftle:031019El #1-418 Acq:19-OCT-2003 10:30:39 GC El+ Voltage SIR Autospec-UltimaE 
Sample#l File Text:Alta Analytical Laboratory Text:ST031019El-1 PCB 209 CS3 0309160 Exp:PCB DBl 
497.6826 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,228.0,0.00%,F,F) -

52:29 
100 A2.1 E7 

80 6.0E6 

60 4.5E6 

40 3.0E6 

20 l.5E6 

0 0.0EO 
51: 0 51: 2 51: 51: . 51: 8 52: 52: 2 52: 6 52:48 53: 0 53: 2 53: 4 53: 6 53:48 

499.6797 F:5 BSUB(l0000,15,,-3.0) PKD(3,3,l,0.10%,216.0,0.00%,F,F) 
52:29 

100 . Al.7 E7 6.IE6 

80 4.9E6 

60 3.7E6 

40 2.4E6 

20 l.2E6 

0 0.0E0 
51: 0 51: 2 51: 51: 6 51:48 52: 0 52: 2 52:48 53: 53: 2 53: 53: 6 53:48 54: 0 Time 

509.7229 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,252.0,0.00%,F,F) 
52:28 

100 A2.5 7 9.3E6 

80 7.4E6 

60 5.6E6 

40 __ 3.7E6 

20 l.9E6 . 

0 0.0E0 
51: 0 51: 2 51: 51: 6 51:48 52: 0 52: 2 52: .52: 6 52:48 53: 0 53: 2 53: 4. 53: 6 53:48 54: 0 Time 

511.7199 F:5 BSUB(l0000,15,-3.0) PKD(3,3,l,0.10%,228.0,0.00%,F,F) 
52:28 

100 A2.l E7 7.5E6 

80 6.0E6 

60 4.5E6 

40 3.0E6 

20 1.5E6 

O.0E0 
51: 2 51: 51: 6 52: 2 52: 4 52: 6 52:48 53: 0 53: 2 53: 53: 6 53: 8 54: 0 Time 
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